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Measurement of heart rate variability and stress evaluation by using microwave reflectometric vital signal sensing
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In this paper, we present two robust signal processing techniques for stress evaluation using a microwave reflectometric cardiopulmonary sensing instrument. These techniques enable the heart rate variability ͑HRV͒ to be recovered from measurements of body-surface dynamic motion, which is subsequently used for the stress evaluation. Specifically, two novel elements are introduced: one is a reconfiguration of the HRV from the cross-correlation function between a measurement signal and a template signal which is constructed by averaging periodic component over a measurement time. The other is a reconstruction of the HRV from the time variation of the heartbeat frequency; this is evaluated by a repetition of the maximum entropy method. These two signal processing techniques accomplish the reconstruction of the HRV, though they are completely different algorithms. For validations of our model, an experimental setup is presented and several sets of experimental data are analyzed using the two proposed signal processing techniques, which are subsequently used for the stress evaluation. The results presented herein are consistent with electrocardiogram data. © 2010 American Institute of Physics. ͓doi:10.1063/1.3478017͔
I. INTRODUCTION
In recent years, the stress evaluation technique using the heart rate variability ͑HRV͒ has been recognized widely as an advanced diagnostic tool to prevent the stress syndrome, for example, sleep sign while driving in a car, etc. [1] [2] [3] The HRV is generally obtained from monitoring the peak intervals ͑R-R intervals͒ in an electrocardiogram ͑ECG͒. However, evaluation of stress by using the ECG is not well suited for long-time monitoring. This is because several electrodes must be attached directly to a human body to acquire the ECG data. In this work, we report new techniques to evaluate the stress using a noncontacting and noninvasive microwave radar reflectometer method.
The measured microwave reflectometer signal consists of the respiration signal, the heartbeat signal, and the random movement of a human body. To extract the heartbeat signal from the measured signal, for example, the respiration signal is removed by a high-pass filter ͑HPF͒ with a cutoff frequency of 0.7 Hz, however, the random movement of the human body components, still cannot be removed. The heartbeat signal is very small and has low signal-to-noise ͑S/N͒ ratio due to the cardiac movement that appears on the body surface. For these reasons, the peak positions in the heartbeat signals obtained by a microwave reflectometer are not as clear as those observed in the ECG signals. It is therefore difficult to readily recover the HRV correctly and automatically from the microwave reflectometer signal. The purpose of this paper is to introduce different signal processing techniques to solve this problem.
Two novel elements are introduced in relation to the signal processing for the HRV reconfiguration in the microwave reflectometric measurement. In the first algorithm, the concept of interpreting the peak intervals in the cross-correlation function between a measurement signal and a template signal is constructed by averaging periodic waveform in the measurement time. In the second one, the concept of calculating the time variation of the heartbeat frequency is estimated by the repetition of the maximum entropy method ͑MEM͒.
The contents of this paper are organized as follows. In Sec. II, the conventional method of the stress evaluation using an ECG is studied. The details of microwave reflectometry system, as applied to the measurement of human vital signals in noncontacting and noninvasive ways, are described in Sec. III. In Sec. IV, two different techniques for reconstruction of the HRV, by employing a cross-correlation method and MEM, are described and their validity is demonstrated in Sec. V. The numerical results are presented in Sec. VI and followed by conclusions.
II. STRESS EVALUATION BASED ON ECG
In general, the evaluation of the stress is performed by analyzing the frequency spectrum of the HRV data. The HRV is inferred by interpreting the R-R intervals in an ECG data. A portion of the ECG data and the corresponding HRV for 180 s are shown in Figs. 1͑a͒ and 1͑b͒, respectively. The heartbeat interval is constantly fluctuating corresponding to autonomous nerve activity comprised of sympathetic and parasympathetic nerve activities. In the frequency spectrum of the HRV, the parasympathetic nerve activity appears in the spectral region of 0.15-0.45 Hz ͓high-frequency ͑HF͒ region, and both sympathetic and parasympathetic nerve activities appear in the region of 0.03-0.15 Hz ͓low-frequency ͑LF͒ region͔. [4] [5] [6] The peak ratio or area ratio of the power spectrum in the LF component to the HF component ͑LF/ HF͒ is used to evaluate the stress. The sympathetic nerve activity increases in a stressful state and, on the other hand, the parasympathetic nerve activity increases in a relaxed state. The ratio ͑LF/HF͒ in a stressful state is larger than in a relaxed state. [7] [8] [9] [10] The fast Fourier transform ͑FFT͒, or the MEM, has been used in biomedical signal processing as a frequency analysis tool. The FFT is more often employed from the standpoint of the reproducibility of the power spectral density. When the FFT is employed, a HRV in excess of 100 s is required to ensure a frequency resolution in the LF and HF components of better than 0.01 Hz. In order to provide a reliable evaluation of the stress, the HRV for 180 s data interval is often employed. Additionally, the HRV must be interpolated at regular intervals in order to obtain the desired frequency spectrum. Differences in interpolation methods do not significantly influence the results, although various interpolation methods, such as the linear, the spline, etc. have been suggested. The most commonly employed interpolation interval is about 0.25 s.
The FFT frequency spectrum of the HRV for 180 s is shown in Fig. 2 where the HRV is interpolated at intervals of 0.25 s by the linear interpolation method. The characteristic peaks appear in the LF and the HF regions as shown in Fig.  2 . Here it is noted that the evaluation of the stress by ECG has long been suggested as a reliable means to estimate mental stress. 6, 7 However, as noted in the preceding, the stress evaluation method, using the ECG, seems to be unsuitable as a long-time monitoring the subject ͑the patient͒, as several electrodes are attached directly to the human body to acquire the ECG data. Specifically, there is some concern about the practical application of the ECG system to sick person and elderly person. Increased degree of inaccuracy in stress evaluation and sleep predictions are found in this method. Consequently, we propose using a noncontacting and noninvasive way to predict the evaluation of stress.
III. MICROWAVE REFLECTOMETER
There are many potential applications for a noninvasive technique to monitor heartbeat. Microwave radar reflectometry in the range of 2-10 GHz has been developed as a diagnostic tool to monitor heartbeat in Refs. [11] [12] [13] [14] [15] [16] . A block diagram of a phase sensitive microwave reflectometer is shown in Fig. 3 . The output signal from the microwave oscillator ͑10 GHz, 100 mW͒ is fed into a directional coupler. The output is then attenuated by 20 dB and is irradiated onto the vicinity of human heart or the path of an artery in the thigh via a 16-element patch antenna array. The reflected wave from the human skin and/or from the surface of heart is picked up by the same antenna and then mixed with an unperturbed local oscillator wave in a quadrature phase ͑I/Q͒ detector. In the present system, the patch antenna used as transceiver is inserted into either the back rest of a seat for heartbeat signal monitoring or under the seat for detection from an artery in the thigh.
The quadrature phase detector provides two components in the mixer output, E r cos ⌬ and E r sin ⌬, where E r is the amplitude of the reflected wave and ⌬ is the phase difference between the reflected wave and the local oscillator wave. Thus, ⌬ and E r are calculated numerically from Eqs. ͑1͒ and ͑2͒
We can distinguish the amplitude and the phase difference of the reflectometer signals by detecting the above two components. The ac components of the phase difference include the periodic movement of the reflection layer due to the heart beat as well as random movement of the human body. The body movement, due to respiration, is only 1 cm or so at most; the motion due to heartbeat is typically only a fraction of a millimeter. 17 However, it is known that microwave reflectometers typically have a phase resolution of 1/200 fringe which corresponds to a spatial resolution of / 400, where is the incident wavelength. 16 The wavelength corresponding to a carrier frequency of 10 GHz is 3.0 cm and, thus, the spatial resolution becomes 75 m. Therefore, the body movement due to the respiration and heartbeat can be detected easily. To extract the heartbeat signal from the measurement signal, for example, the respiration signal is removed by a HPF with a cutoff frequency of 0.7 Hz. The spurious component of the reflected wave due to random movement of the human subject is difficult to be removed, though, since it has a wide frequency spectrum. Additionally, the heartbeat signal is very small and has low S/N ratio because the cardiac movement appears on the body surface through the bone and the connective tissue. Thus, the peak positions in the heartbeat signal obtained by a microwave reflectometer are not as clear as those observed in the ECG signals; this makes it difficult to infer the HRV correctly by interpreting the peak intervals of the microwave measurement signal without any data processing.
IV. SIGNAL PROCESSING FOR RECONSTRUCTION OF HRV

A. Cross-correlation technique
In this section, we propose a novel method to determine the heartbeat intervals clearly by applying a cross-correlation technique to the microwave reflectometer signals. An overview flowchart illustrating the proposed algorithm is shown in Fig. 4 . The various steps/procedures are outlined as follows:
͑i͒
The peak positions of the synchronized signals with the heartbeat are picked up and selected in the range of Ϯ30% of an assumed peak value. It is noted that the body movement due to heartbeat is typically only a fraction of a millimeter, as stated above. Peak values of the phase difference signal corresponding to the heartbeat motion can therefore be estimated a priori. Peak values much larger than the estimated values are regarded as reflected waves caused by the random movement of the human body. On the other hand, peak values much smaller than the estimated value are caused by the small motion of other body tissues rather than the heart. Thus, the peak values corresponding to the heartbeat motion are selected from the microwave measurement signal. In this paper, we set up the estimated peak value Ϯ30% as the selection range according to our previous study. ͑ii͒
The waveforms are picked out in the time length of the selected peak positions Ϯ0.5 s in series. The extraction time length is selected appropriately depending upon the measurement conditions. In the present system, the heart rate is assumed to be in the range of 30-120 beats per minute ͑bmp͒. It is desired that the template signal contains characteristics of one heartbeat waveform. If the template signal does not contain characteristics of one heartbeat waveform, the peak intervals of the cross-correlation function waveform become unclear. In the microwave measurement signal, one heartbeat waveform is characterized as a bellshaped waveform, with more details presented in Sec. V. In order to capture the characteristics of one heartbeat waveform, it is necessary that the length of the template signal is selected in the range of 1/2-2 periods around a central peak. For example, if the length of the template signal is selected at 0.5 s before and after the central peak, the characteristics of one beat waveform of heartbeat signals at 30-120 bmp are captured. A heart rate span of 30-120 bmp sufficiently covers the heart rate for a seated human subject, since it is typically in the range of 45-90 bmp, i.e., 0.75-1.5 Hz. 17 Additionally, it is noted that an appropriate number of extracted signals is necessary for correct construction of the template signal. If the number is too small, the quality of the template signal becomes low as it is difficult to remove the influence of various noise ͑spurious͒ components in the measurement signal by averaging procedures. However, if the number is too large, the quality can also be degraded since the heart rate of the human subject changes a lot when his mental status is unstable. In the present experiment, the number 30 is selected based on empirical experience. The template signal is inferred by the first 30 of extracted signals. ͑iii͒ A template signal is formed by the arithmetic average of the extracted waveforms. ͑iv͒ The cross-correlation function between the template and the measurement signal is calculated. The crosscorrelation function that represents the reliability of the heartbeat interval can be written as 
where K͑k M1 , k M2 ,¯, k MN ͒ is the microwave measurement signal, L͑l 1 , l 2 ,¯, l N ͒ is the template signal, m⌬T is the heartbeat interval, ⌬T is the sampling period, M is the arbitrary data point of the microwave measurement signal, and N is the data length of the template signal. The signs of ͑,͒ and ʈ ʈ indicate the symbols of inner product and norm, respectively. ͑v͒
If any of the peak values in the cross-correlation function fall below 0.5, the cross-correlation functions are calculated repeatedly as the second or the third crosscorrelation functions. This method works well for the case when large noise components are mixed with the reflectometer signals which make it difficult to identify the peak intervals in the first cross-correlation function. ͑vi͒ The HRV is obtained by interpreting the peak intervals in the cross-correlation function.
B. MEM technique
The time variation of the heartbeat intervals can be regarded as the short-term time variation of the heartbeat frequency. In this section, the time variation of the heartbeat frequency is evaluated by applying the MEM repeatedly over the short term. The time window is shifted step by step along the temporal axis. The HRV can then be reconstructed once the value of the heartbeat interval is calculated by the inverse of the heartbeat frequency. The MEM is an effective tool for estimating the frequency spectrum at a small data window and has a much higher frequency resolution than the FFT. 18, 19 In the case of the FFT, the spectrum estimation at a small data window has limitations because the frequency resolution is the inverse of the time window for the analysis.
In the MEM analysis, the autoregressive model of the observational data is estimated first and then the spectrum estimation is performed on the basis of it. The autoregressive model is given by
where x k is the observed time-series of data interval, n k is the stationary white noise which is independent from x l ͑l Ͻ k͒, m is the order of the autoregressive model, and a mi is the autoregressive coefficient at the model order m. We now define the autocorrelation function of the time-series data x k as
where E͕ ͖ is the expectation value. The autocorrelation function at lag 0 is shown as
Since n k and x l ͑l Ͻ k͒ are independent to each other, the autocorrelation function at each lag is organized by
where P m is the variance of the stationary white noise. By applying the Wiener-Khintchine formula 20 to Eq. ͑4͒, the relationship between the autoregressive model ͕a k ͖ and the power spectrum S͑͒ is shown as
͑8͒
In the MEM, the model order is generally unknown. If the model order is too low, the estimated spectrum is smoothed and the spectrum peak, which should be observed, may not appear. On the other hand, if the model order is too high, many spurious peaks often appear in the estimated spectrum. Thus, the optimum value of the model order is very important in the MEM analysis.
The final prediction error and Akaike's information criteria have been suggested for the estimation of the optimum model order. 21, 22 Since the model order selected by these techniques is typically very small, however, the estimated spectrum is smoothed significantly. The spectrum peaks are therefore not found in the desired frequency range. These techniques in fact are not adequate for resolution of the multiple-period structure. If the observed data have the multiple-period structure and only a part of frequency domain is focused on, for example, the estimation of the heartbeat frequency, these techniques may not work properly. In this case, we estimated the optimum model order from the simulation model of the heartbeat signal; the details are presented in Appendix A. Accordingly, we selected the optimum model order as 870.
The heartbeat frequency is estimated by finding the largest peak value over the frequency span of 0.7-1.55 Hz ͑42-98 bmp͒ after calculating the power spectrum of some data windows by MEM. Here, the frequency span of 0.7-1.55 Hz sufficiently covers the range of heartbeat frequency range of 0.7-1.5 Hz for a human subject at sitting rest.
If the analyzing data window is selected to be excessively long, the time response of the heartbeat intervals becomes sluggish in the HRV while the reliability of the estimation increases. This could exert a negative influence upon the estimation of the ratio LF/HF. Consequently, we investigated the relation between the length of the data window, the accuracy of the ratio ͑LF/HF͒ and the details are presented in Appendix B. Accordingly, 2.5 s is selected as the optimum length of the data window for the MEM analysis.
In addition, 0.25 s is selected as the shift quantity of the data window. It is equal to the interpolated value of the HRV reconstructed by the ECG. Unlike the nonstationary spectrum analysis techniques, the MEM is highly regarded as a reliable stationary spectrum analysis technique where the consistency of the signal in the data window is achieved. As the correspondence relationship between the data windows is ignored, some spectrum estimation errors due to the selected data window appear as the fluctuation with a period of 0.25 s which is equivalent to 4 Hz in frequency in the HRV signal. This is not a problem, however, for the evaluation of the stress because the spectrum estimation error between data windows is very small and its fluctuation does not extend over the frequency region of the LF and the HF. For these reasons, the time variation of the heartbeat frequency is estimated by repeatedly applying the MEM at the 2.5 s data window which is then shifted by 0.25 s along the temporal axis.
V. EXPERIMENTAL RESULTS AND DISCUSSION
A. Equipment setup Figure 5 shows a schematic diagram of the measurement arrangement in which the subject is sitting on a chair. We selected the thigh arbitrarily, as an irradiation point of microwave, since its skin movement is largely due to the existence of thick artery, while it should be small during respiration. We installed the 16-element patch antenna array into the seat of a chair under the left thigh of the human subject. The back of the chair can also be selected as the antenna position since it is close to the heart.
The analog output from the microwave reflectometer is fed to a HPF in order to remove the respiratory components. The output signal is then converted into a digital signal by a high-resolution ͑16 bits͒ memory scope. The sampling frequency of 30-300 Hz is needed to capture the characteristics of the heartbeat period. 15, 23 In the present experiment, a sampling frequency of 1000 Hz is chosen; this is much larger than 30-300 Hz. The digitized signals are fed into a computer. Since the quadrature phase detector provides sin ⌬ and cos ⌬ ͑I/Q͒ components, the phase difference ⌬ between the reflected wave and the local oscillator wave is calculated from Eq. ͑1͒. Afterward, the evaluation of stress is performed by applying the proposed algorithms to the phase difference signals. The measurement for the ECG is performed simultaneously in each experiment.
B. Stress evaluation 1: Static environment
In the first experiment, the stress evaluation methods are applied to a person in both relaxed state and stressful states. The flash mental calculation is used to put stress on a person where the figures are displayed continuously on a monitor before the subject's head. 24, 25 The heartbeat measurement by a microwave reflectometer is applied to the person who is in a relaxed or the stressful state for 180 s. The above two proposed methods are applied to reconstruct the HRV signals. The ratio ͑LF/HF͒ is then calculated by applying a FFT to the HRV signals in the time interval of 180 s. For comparison, the ECG data are measured at the same time in each state. The corresponding ratio ͑LF/HF͒ is calculated by the conventional stress evaluation method. Figure 6͑a͒ shows the time evolutions of the microwave reflectometer signal and the ECG signal of the person in the relaxed state. Note that the time interval of the periodic signal is in good agreement between the two signals. This implies that the heart beat can be obtained correctly from the microwave reflectometry measurements. The crosscorrelation function, calculated by using the first technique, is shown in Fig. 6͑b͒ . It is shown that the determination of the peak intervals becomes much easier compared to the original signal as shown in Fig. 6͑a͒ . Figure 7 shows the subsets of the HRVs reconstructed by interpreting the peak intervals in the ECG data, the original microwave reflectometer signal and the cross-correlation function, together with the one reconstructed by applying the MEM technique to the original signal. Note that large discrepancy of the HRV data often occurs between the original microwave reflectometer signal and the ECG signal as shown in Fig. 7 , since large peaks due to the body motion will be picked up rather than the peaks due to the heart beat without any processing. The HRVs calculated by the two proposed methods agree well with the data measured by the ECG method, comparing only the unprocessed reflectometer signal. Additionally, the HRV calculated by the MEM contains a periodic noise component compared to that calculated by the cross-correlation technique. This might be caused by some spectrum estimation errors between data windows which appear as the fluctuation by 0.25 s ͑4 Hz in frequency͒ in the HRV. The estimated error of the HRV due to the spectrum estimation error, however, is very small, i.e., about several percent of the HRV values. Thus, the fluctuation of estimation errors is not a problem for the evaluation of the stress as described in Sec. IV. Therefore, it is understood that the HRV is reconfigured correctly by using two proposed methods. The frequencies of the HRVs calculated by two proposed methods, and the ECG in the relaxed state, are analyzed, respectively. Generally, it is known that the individual variability of the ratio of LF/HF is about Ϯ30%. 7, 8 If the spectral shapes of the HRVs are similar, and the ratio LF/HFs can be estimated by the two proposed methods in the range of Ϯ30% as compared to the ECG, it could be argued that the estimation of stress is successful.
The comparative results are presented in Fig. 8͑a͒ for a relaxed state. The corresponding results for a stressful state are shown in Fig. 8͑b͒ . In both figures, normalized data are presented. The frequency spectra of the HRVs calculated by applying two proposed methods to the microwave measurement are nearly correspondence to the data calculated by the ECG. The ratios of LF/HF obtained by the two proposed methods are consistent in the range of Ϯ30% compared to that obtained by the ECG in each state. Here, the ratio ͑LF/ HF͒ is obtained from the area values of the spectrum. Additionally, it is understood that the flash mental calculation puts stress on the person since the LF/HF value in the stressful state is about twice that in the relaxed state. These results show that the evaluation of stress can be performed by applying the proposed methods to the microwave reflectometer signal similar to the ECG.
C. Stress evaluation 2: Nonstatic environment
In the second experiment, the above evaluation methods of stress are applied to a person in a nonstatic environment. It is not always true that the stress evaluation is applied to a static environment at all times. In order to test this, the measurements were carried out in a car. The stress evaluation procedures were carried out when the engine vibration is on. The heartbeat is measured by using a microwave reflectometer that is applied to the person who is sitting in the driver's seat.
The two proposed methods are applied to the reconstruction of the HRV. The LF/HF value is then calculated by applying the FFT to the HRV for 180 s. For comparison, the ECG data are measured at the same time in each state and the LF/HF value is calculated.
In the nonstatic environment, the microwave reflectometer signal includes various noise ͑spurious͒ components due to random movements of the body surface, thus making it harder to detect the heartbeat interval. Figure 9͑a͒ shows an example of a measurement with such noise components. In the following section, we will investigate whether the evaluation of stress is possible in the nonstatic environment by the two proposed methods.
First, the cross-correlation technique is applied to the microwave reflectometer signal and is shown in Fig. 9͑b͒ . Here, the higher-order cross-correlation functions are calculated repeatedly, as shown in flow chart in Fig. 4 , and when the peak values drops below 0.5 in the first cross-correlation function. The results of the second and the third order crosscorrelation functions are shown in Figs. 9͑c͒ and 9͑d͒. As shown, the peak intervals of the waveform become clear by the repeated calculation of the cross-correlation functions. Figure 10 shows the frequency spectra of the HRV reconstructed by the each-order of cross-correlation function, together with those obtained from the ECG signals. In Fig.  10͑a͒ , though the ratio LF/HF consists in the range of Ϯ30% compared to that obtained by the ECG, the spectral shapes of the HRVs are not similar at all. This inconsistency in comparison data ͑after first correlation function͒ reflects the inaccuracy in the estimation of stress. The repeated calculations of the cross-correlation make the frequency spectrum of the HRV more consistent with that obtained by the ECG. The spectral shapes of the HRV using the third cross-correlation function is now nearly equal to that by the ECG and the ratio LF/HF consists in the range of Ϯ30% compared to that obtained by the ECG. Second, the MEM technique is applied to the microwave reflectometer signal for the reconstruction of the HRV. Figure  11 shows the frequency spectra of the HRV calculated by the MEM technique, together with those obtained from the ECG signals. In Fig. 11 , the spectrum forms of both sides have a well similarity. Additionally, the evaluation of the ratio LF/HF using the MEM technique consists in the range of Ϯ30% compared to that by the ECG.
These results show that the evaluation of stress can be performed by applying the proposed methods ͑two different approaches͒ to microwave reflectometer signals similar to ECGs even in the case of a nonstatic environment. In this regard, the repetitive operations of the cross-correlation function add a considerable amount of calculation and complexity in the signal processing. It is possible to plot the data of the HRV every 2 s in the MEM technique. Therefore, when a short-time or real-time stress evaluation is necessary in a nonstatic environment, the MEM technique will be indispensable.
D. Stress evaluation 3: Long-time monitoring
In this section, the time fluctuation of stress is monitored over a longer duration. In the long term stress monitoring, the stress situation is evaluated by the time change rate of the ratio LF/HF value. This ratio LF/HF is not a constant and varies between individuals. 9 The heartbeat measurement by the microwave reflectometer is applied to the person who is in a relaxed state for 900 s. The two methods are applied for the calculation of the HRV. The LF/HF value is calculated by applying FFT to the HRV for 180 s. The time change of the LF/HF for 180-900 s is calculated by shifting the data window by 1 s along the temporal axis. The time change rate for the LF/HF value for 180-900 s is then calculated on the basis of the LF/HF for the first 180 s. For comparison, the ECG data are measured at the same time and the time change rate of the LF/HF for 180-900 s is calculated in a similar way. Figure 12 shows the time change rates of the LF/HF calculated by the two proposed methods for the microwave measurement, together with that obtained from the ECG. The time change rates of the LF/HF, calculated by the two proposed methods, are qualitatively in agreement with that obtained from the ECG. This result shows that long-term stress monitoring can be performed by applying two proposed methods to microwave reflectometer signal as well as to ECG signal.
E. Comparative discussion
It is demonstrated that the two proposed methods work very well in different situations, such as static and nonstatic environments. However, they differ greatly in computational time and the complexity of signal processing. The different criteria for selecting the individual method are discussed below.
If the stress evaluation is in a nonstatic environment, the MEM technique works better than its counterpart. The repetitive operations of the cross-correlation function will re- sult in a large amount of calculations and complexity to the evaluation process. The MEM technique enables the evaluation in only one calculation in any given environment. On the other hand, we have to choose the crosscorrelation technique if further evaluation of the stress is required or not, such as the coefficient of variation of R-R intervals ͑CVRR͒ in addition to the LF/HF value. The CVRR is a ratio of the standard deviation of heartbeat intervals. The values and the heartbeat intervals are obtained only by interpreting the peak intervals in the waveform.
VI. CONCLUSION
In this work, we proposed two new signal processing techniques for microwave reflectometer sensing applications that enable estimation of mental stress from a measurement of body dynamic motion. Two algorithms, based on crosscorrelation techniques and the MEM, are studied to reconstruct the HRV correctly and automatically from low-S/N microwave reflectometer signals. These techniques greatly improve the accuracy of the HRV reconstruction and enable the stress evaluation by microwave reflectometers.
Two signal processing techniques were proposed and applied to a microwave reflectometric measurement using live subjects. These procedures can be used as follows: to detect the existence or nonexistence of the stress; to detect, stress evaluation in nonstatic environment; for long-term stress monitoring.
The two techniques are applicable to any case, if the computation time and the complexity of the processing are not constraints. The selection of the processing techniques will depend on the types of measurement and environments. The results are presented for the two different algorithms and found to be consistent with ECG data. In this work, we primarily intended to introduce new concepts in signal processing techniques to evaluate stress in both static and nonstatic environments. However, practical issues, such as personal dependence related to age and different health conditions, were not considered. We would like to explore these additional issues in subsequent work. 
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APPENDIX A: SELECTION OF OPTIMUM MODEL ORDER
In the MEM, the estimation of the optimum model order is necessary to correctly detect heartbeat frequencies. In the following section, the optimum model order is estimated by a simulation using a heartbeat signal model suggested by Morgan and Zierdt. 26 For a heartbeat signal component, a characteristic analog pulse shape p H ͑t͒ that is generated at discrete times t is assumed by
͑A1͒
The analog pulse shape introduced here has an exponential function e −t/ , with time constant , filtered by a secondorder Butterworth ͑critically damped͒ filter with cutoff frequency f 0 . The simplistic motivation for this model is that when the heart or artery is pumped, it is likely to impart a short impulsive motion that is subsequently filtered by the bone and tissue and then sensed by the body surface. p H is then periodically repeated at the intervals of 1 / f H and sampled at f s to obtain the discrete heartbeat signal
where, f H is the heartbeat frequency in hertz ͑heart rate of 60 f H in bmp͒ and ͓x͔ is defined as the greatest integer less than or equal to x. In addition, f s is the sampling frequency and t can be rewritten as t = n / f s , n =1,2, ... ,N. Thus, the samples p H ͑n / f s ͒ are taken sequentially until n / f s reaches the heartrate period 1 / f H ; at that point the next pulse is started and so on. This result provides the heartbeat signal model. In this paper, we select = 0.05 s and f 0 = 1 Hz for pulse parameters and made the heartbeat signal model with N = 5000 samples ͑5 s͒ at a sampling rate of f s = 1000 Hz, where 1000 Hz is equal to the sampling frequency in the real measurement. Figure 13 shows the heartbeat signal model at the heartbeat frequency f H = 1 Hz, as an example, where one can clearly see the repeated Butterworth-like pulse shapes. The estimation of the optimum model order is performed by the following procedures.
͑1͒ The 48 sets of heartbeat signal models with data window of 5 s are made by changing the heartbeat frequency f H by 0.167 Hz from 0.7 Hz to about 1.5 Hz in Eq. ͑4͒. The frequency range of 0.7-1.5 Hz corresponds to the range of heartbeat frequency for a seated human subject, where the frequency step 0.0167 Hz is equivalent to the 1 bmp of the heartbeat. ͑2͒ The 49 sets of data windows are extracted repeatedly by increasing the length of extraction by 0.1 s from 0.1 to 5.0 s in each heartbeat signal models. ͑3͒ By increasing the model order by 10 from 1 to the maximum, the estimation of heartbeat frequency by the MEM is applied to the 48ϫ 49 data at each heartbeat signal models and each length of data window. At each data point, the maximum model order is equivalent to the length of data window. Here, the heartbeat frequency is estimated by finding the largest peak in the frequency range of 0.7-1.5 Hz. If every peak cannot be found in every model order, the estimated model order is shown as 0. ͑4͒ The model order is selected as "the estimated model order," at which the estimated error of the heartbeat frequency is minimum. Figure 14 shows the relationship among the heartbeat frequency, the length of data window, and the estimated model order. The length of data window over 1.4 s is required to estimate every heartbeat frequency for 0.7-1.5 Hz. The estimated model orders are then averaged every length of data window; the result is shown in Fig. 15 . It is noted that about 870 model order is optimum in case of selecting each length of data window.
APPENDIX B: SELECTION OF DATA WINDOW
We investigated the relationship between the length of data window and the accuracy of the LF/HF using several sets of real data in the following section. We used five sets of measurement signals obtained by a microwave reflectometer applied to a person in a relaxed state for 180 s simultaneously measured by an ECG.
If the data window is selected to be too long, the time response of the heartbeat intervals becomes sluggish in the HRV, while the reliability of the estimation increases. This could exert a negative influence upon the estimation of the LF/HF. The optimum length of the data window is investigated by the following procedures.
͑1͒ The 36 sets of the HRVs are reconstructed by increasing the length of the data window by 0.1 s from 1.4 to 5.0 s at each measurement signals. It has been simulated that the length of the data window over 1.4 s is required to estimate the heart rate of the seated person in Appendix A.
͑2͒ The error rates of the LF/HF are estimated from each HRV at each measurement signal. Here, the error rate is calculated by comparing with the LF/HF from the ECG. ͑3͒ The minimum estimate error rate at each measurement signals is standardized as 0. This is caused by removing the estimate error, due to the measurement quality at each measurement signal, not due to the length of the data window. At each datum, the maximum model order is equivalent to the length of the data window. ͑4͒ The standardized error rates of the LF/HF at each length of the data window are averaged using five sets of microwave measurement signals. Figure 16 shows the relationship between the length of the data window and the average of the standardized error rates of LF/HF. In Fig. B1 , the LF/HF can be estimated with higher accuracy ͑less than 30%͒ if the data window is selected for 1.5-3.0 s. In this paper, we selected 2.5 s as the length of the data window. This length has the smallest error ratio as shown in Fig. 16 .
